Abstract Background/purpose: To evaluate the measurement accuracy of hard-tissue thicknesses adjacent to dental implants with different thread designs on images obtained from cone beam computed tomography (CBCT) using an in vitro model. Materials and methods: On 4 Â 13-mm implant, the neck of the implant was designed with micro-threads, and the apical part was covered by macro-threads; these implants were placed in a vinyl polysiloxane block that mimicked hard-tissue. Models were prepared with various thicknesses of 2.0, 1.0, 0.5 and 0.3 mm adjacent to the dental implant. Each model was scanned using CBCT, and the thickness of the cortical bone from the outer surface of the micro-threads and macro-threads were recorded. Ground sections were prepared, and the thickness was measured with electronic calipers as the gold standard (GS) measurement.
Introduction
Peri-implant bone thickness is a key factor for obtaining reliable and long-term stability of dental implant. As it is known that once there is the presence of bony defect such as fenestration or dehiscence within the bony wall of dental implants may lead to an unfavorable mechanical and esthetic outcomes. 1, 2 Periapical radiograph, which provides a bidimensional image about distal and mesial aspects, is still considered the standard radiographic examination for implant treatment. However, the bone thickness and bone morphology in the buccal-lingual direction cannot be assessed. 3 The information can be obtained using cone-beam computed tomography (CBCT), which generates three-dimensional data. CBCT produced higher-resolution isotropic volumetric data with higher geometric accuracy at lower effective radiation dose than convectional computed tomography. 4 Despite the advantages of CBCT, there are also disadvantages associated with this technique. One of the most discussed problems concerns the metal artifacts which affect the acquired image quality especially in the head and neck area. 5, 6 Numerous studies have been focused on the accuracy of measurement of the peri-implant bone thickness adjacent to dental implants. 7e10 This is an important concept, as postoperative assessments of implant treatment and implant planning in areas adjacent to dense radio-opaque materials using CBCT techniques depend on the accuracy of this technique. However, there is a paucity of published literature on the accuracy of CBCT images with regard to the thread design of implant surfaces adjacent to dental implants. Furthermore, little is known about how the homogenous thickness of hard-tissue-mimicking material influences the accuracy. Therefore, the aim of this study was to evaluate measurements of the thickness of hard-tissuemimicking materials adjacent to dental implants with two thread designs in CBCT using an in vitro model.
Materials and methods

Sample preparation and implant placement
In this study, vinyl polysiloxane (VPS) (Panasil â putty soft, kettenbach, Eschenburg, Germany) was selected and prepared as hard-tissue-mimicking material. Four blocks, approximately 30 Â 20 Â 15 mm, were made by using VPS. On the superior border of each block, two cylindrical holes were prepared. Using computed-assisted drilling, the distance between the holes was controlled to obtain different VPS thicknesses. The depth gauge ruler on the drill stand was set so that the site could be prepared two cylindrical holes with 4-mm diameter and 14-mm depth from the superior aspect of the block. After completion of drilling, a 4 Â 13-mm implant (OsseoSpeed, Dentsply Astra implants, Mölndal, Sweden) was placed with a titanium healing cap. The neck of the implant was designed with micro-threads (0.22 mm), and the apical part was covered with macrothreads (0.66 mm). Each VPS block contained one implant and there were four VPS widths adjacent to the dental implants (2.0, 1.0, 0.5, and 0.3 mm) (Fig. 1) .
CBCT scanning
CBCT scanning was undertaken using a clinically available machine (i-CAT Next Generation â , Imaging Sciences International, Hatfield, PA, USA). A positional device with manufacturer-supplied quality assurance was used for secure attachment of VPS block. This provided an ideal horizontal platform and a reproducible position of the blocks relative to the CBCT machine. A laser orientation beam from the machine was used to aid alignment of the block so that the laser beam passed through the center of each block. A specialist dental radiologist performed all scans of the blocks.
The exposure settings selected were a 360 scan at 120 kV and 35 mA, with an acquisition time of 7.0 s. The scanning parameters were set to a field of view of 80 mm height and 80 mm width, a voxel size of 0.25 mm, a slice interval of 0.25 mm, and a slice thickness of 0.25 mm. A scout view was taken, and adjustments were made prior to final image acquisition to ensure correct alignment of the block. Following exposure, images were viewed independently and saved to DICOM files using i-CAT Vision software (Imaging Sciences International, Hatfield, PA, USA).
CBCT image evaluation and measurement
The viewing software utilized to analyze the CBCT images was OsiriX MD (Pixmeo Sarl, Geneva, Swiss). For each implant, the image display was standardized to adjust the implant vertically and transversely in a multiplanar reconstruction view. The cross-sectional image, taken as close as possible through the implant center (Fig. 2a , Line A), was selected and saved so that all examiners would carry out measurements on identical slices (Fig. 3) . The contrast and brightness displays of the images were set in advance on a laptop to provide constant viewing settings for the examiners. The VPS thickness next to the micro-thread surface on the CBCT images was recorded at 2-mm level from the top of the implant. The VPS thickness next to the macrothread surface was recorded at 5-mm level from the top of the implant (Fig. 2b ). Two examiners (P.J. K. and C. Y.L.) performed a series of measurements using the obtained images. All measurements were made three times, with an interval of one week between each measurement.
Preparing ground sections for gold standard measurements (GS)
Following the scanning of the VPS blocks, sections were prepared for direct measurements. A VPS block was infiltrated and fixed on resin using Technovit 7200 VLC (Heraeus Kulzer, Hanau, Germany) embedded in a lightproof container under a vacuum with gentle agitation for a minimum of 1 day. After adequate infiltration, a polymerization process was carried out in a light-polymerizing unit (EXAKT, Remscheid, Germany), initially under low-intensity white light for 6 h and then under high-intensity UV light for a further 2 h. The blocks were then sectioned and cut parallel along the long axis of the implant and according to the line A on CBCT imaging, allowing visualization and later measurement of the VPS thickness. The electronic calipermeasured gold standard measurements of VPS, corresponding to levels examined on the CBCT images, were then carried out using electronic calipers.
Statistical analysis
All of the collected data were analyzed using a statistical software package (SPSS vers. 15.0, IBM, Chicago, IL, USA). In this study, various measurements were used to describe the VPS width obtained, including GS measurement and the Example of the sagittal slice selected to measure the VPS thicknesses next to the implant at 2 mm levels (for the micro-thread surface) and 5 mm levels (for the macro-thread surface) from the top of the implant. measured radiographic thickness (RT). The difference and the measured percentage of error between the GS and RT measurements [(GS-RT)/GS Â 100%] were also calculated.
Differences between the RT and GS measurements at the different thread designs were compared using a paired ttest. All data are expressed as the mean and standard deviation (SD), and p < 0.05 was accepted as the significance level. Intra-examiner reproducibility was investigated by examining measurements from two of the implants using the intra-class correlation coefficient (ICC). Inter-examiner agreement was assessed in a similar manner. Reproducibility of each of the GS measurements was analyzed by calculating the coefficient of variation (COV) in percent.
Results
The COV of measurement for each of the implants at the two measurement levels was calculated, and it was <5%. The overall good reproducibility of the measurements was demonstrated. The range of ICCs for inter-examiner agreement and intra-examiner agreement was 0.82e0.91. This finding demonstrated a high level of agreement between examiners and good reproducibility within examiners.
Results of the mean and SD of CBCT measurements and GS measurements between the two thread designs for each implant are presented in Table 1 . The data are shown in graphic form in Fig. 4 and Fig. 5 .
The GS measurements were very similar at 2.0-and 5.0-mm levels in groups with different VPS thicknesses (2.0, 1.0, 0.5, and 0.3 mm). However, CBCT-measured thicknesses at the level of micro-thread surface (2.0-mm level) were consistently underestimated compared to GS measurements when the VPS thickness was <2.0 mm (Fig. 4) .
In comparison, CBCT measurements at the macro-thread surface (5.0-mm level) closely approximated the GS measurements, except when the VPS thickness was 0.3 mm. When VPS thicknesses were 1.0, 0.5, and 0.3 mm, the CBCT measured thickness dimensions revealed significant differences between two thread systems (Fig. 4) .
The mean percentages of errors from the standard measurements in groups with 2.0-, 1.0-, 0.5-, and 0.3-mm thicknesses were 4.8%, 16.4%, 37.8%, and 92.6%, respectively, at micro-thread surface and 0.6%, 2.9%, 9.5%, and 40.8%, respectively, at the macro-thread surface (Fig. 5) .
Discussion
During the design phase and preparation of the methodology, several special cares were taken to minimized the occurrence of tomography technical artifacts in this Table 1 Mean (SD) of CBCT measurements and GS measurements and the differences between these two measurements for each VPS thickness group. (Significant differences from the GS: *P < 0.05, significant differences from the micro-thread group: #P < 0.05).
VPS Thickness
Micro CBCT: cone beam computed tomography, GS: electronic calipers measurement as the gold standard, VPS: vinyl polysiloxane. * Significant differences from the GS, P < 0.05. # Significant differences from the micro-thread group, P < 0.05. present study. However, some artifacts due to the metal dental implant could be observed in the radiographic imaging (Fig. 3) . The artifacts were frequently found in axial images of high density structure such as metal material. Numerous studies have focused on beam-hardening artifacts, 11 metallic artifacts, 12 truncated view artifacts, 13 and the image quality of CBCT associated with dental implants. 14 In general, as to measurements of the VPS materials, CBCT underestimated the thicknesses compared to GS measurements (Fig. 4) . Moreover, in 0.3 mm VPS thickness group, the examiners had difficulty in visualizing the thickness of head-tissue-mimicking material in CBCT image. This may have been related to beam-hardening artifacts caused by the dental implants. 15 When photons of the x-ray beam pass through an object, low-energy photons are absorbed in preference to higher-energy photons, which results in beam-hardening artifacts in areas with strong xray absorption such as metal structures. 16 Within the radiographic reconstructed image, beamhardening artifacts manifest as two different artifacts, cupping artifacts and streaks artifacts. The cupping artifacts occur when X-rays that pass through the center of the object become harder than those passing through the edges. The streaks artifacts present as dark streaks or bands between two dense objects, such as two dental implants. These artifacts will change the visibility of hard tissue and result in inaccurate assessment of peri-implant regions. 6, 7, 17 As far as we know, this is the first study to compare differences in errors of CBCT images between micro-and macro-thread implant surfaces. Results showed that the mean percentage error increased from measurements at a 2.0-mm VPS thickness to those at thicknesses of 1.0, 0.5, and 0.3 mm. The percentage error was consistently higher at the 2.0-mm measurement level (micro-thread surface group) (Fig. 5) . The micro-thread design of implant surfaces will affect the image around the implant, especially when the VPS thickness decreases. When the micro-thread surface implant was measured at a VPD thickness of 0.3 mm, we found an incredible error percentage of 92.6%, Figure 4 The graphs present the CBCT measurements and gold-standard (GS) measurements at micro-and macro-thread surface in (a) 2.0-mm, (b) 1.0-mm, (c) 0.5-mm and (d) 0.3-mm VPS thicknesses (Results are presented as mean AE stand deviation (SD). Significant differences from the GS: *P < 0.05, significant differences from the micro-thread group: #P < 0.05). Figure 5 The graph presents the mean percentage of error (%) at micro-and macro-thread surface in different VPS thickness groups. compared to the error found at the macro-thread surface of 40.8%. The difference observed in this study might have resulted from the various degrees of the beam-hardening effect within micro-and macro-threads. The results may be explained by considering the micro-thread surface of implant could enhance the beam-hardening artifact. Moreover, the results of this study were partially supported by previous study, it was concluded that CBCT may not produce sufficient accurate measurement of the thin bone next to the implant. Moreover, they found the CBCT deviating 1.20 mm from the histology regarding bone defects. 7 In the other study, the authors used CBCT to scan the jaws of dogs being treated with dental implants and bone augmentation procedures. 9 They concluded that the evaluation of peri-implant bone defect by means of CBCT is not accurate for sites providing a bone width below 0.5 mm.
In previous study, the authors clam that implant artifacts produced no interference with the measurements, as the implant dimensions were retained in the CBCT. 8 This result probably due to software filters for imaging formatting and the design of the examination. It should be notice that all mean of radiographic measurement distances in that study were >1.0 mm. It is likely that when the targeted object was large enough, according to this present study >1 mm, CBCT technique is reliable for the clinical assessment and provides good accuracy with less measurement error.
18e22 However, the clinical peri-implant bone thickness was usually near 1 mm, and the bone wall could even be thinner when under post-surgical resorption or inflammatory infection. Moreover, one in vitro study showed that the CBCT measurements closely approximated the standard, except when the cortical bone thickness was not less than 0.8 mm. 7 A previous animal study demonstrated that the CBCT measurement was not accurate for sites providing a bone wall <0.5 mm next to the dental implant. 9 When the VPS thickness was less 0.3 mm the material possibly too thin to maintain the integrity during sample preparation. Therefore, 0.5 mm and 0.3 mm VPS thickness groups were designed to evaluate the measurement accuracy in this study and we hope the strict design of experiment could answer some clinical problem in the daily practice.
Many materials related to the accuracy of linear measurement have been investigated. Those materials are sufficient to examine superficial anatomical sites and distances. 7, 19, 22 However, preparing the thin thickness of the sample next to the implant is very difficult and prone to bias under those models. The VPS is one of the elastic impression materials that most commonly used in oral rehabilitation. It has both optimal rigidity and elasticity that could maintain the physical integrity under preparing the different thicknesses of VPS sample adjacent to dental implant especially in 0.5, 0.3 mm thin thicknesses. It also provides sufficiently radiodensity that similar to human dentine and bone. 23 In order to prepare the hard-tissuemimicking material to simulate the environment of the oral cavity, we created the VPS block in vitro model which was much more consistent and homogenous than other materials used in previous studies. 7, 19, 22 Although it might not completely mimic human hard tissues, it could produce a consistent radiopacity and thin thickness next to the implant with this easily accessible material.
In addition, the effects of voxel size on image resolution have been described. 7, 24 Furthermore, the voxel size setting of the CBCT machine was set to 25 mm in this investigation. Any distance measurement might contain an unavoidable error of at least this voxel size. In the depth of micro-thread surface (22 mm) in this present study are charged as potential sources for error, limiting the precision of measurements by blurring the boundaries between hardtissue-mimicking materials to implant interfaces in CBCT imaging. The similar effect was also observed in the 0.3-mm VPS thickness group, the error percentages were much higher than other VPS thickness groups.
Within the limitations of this study, we conclude that CBCT may not produce sufficient resolution for thin sections of hard tissue-mimicking materials adjacent to dental implants, especially for those near micro-thread design surfaces.
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